Abstract. The radon concerchitntration in the classroom, dormitory, laboratory and recording room of a campus in Shenbei was measured and calculated by the FT648 radon measuring instrument. The results show that the levels of radon concentration in a student dormitory and classroom were lower than national limitation of radon concentration. However, radon concentration levels of student laboratory and studio are generally higher than 200 Bq / m 3 , the measurement value of radon concentration in laboratory would be higher than national dose limit. It will adversely affect the health of students. In this regard, a proposal to monitor the radon concentration in the laboratory in a long-term is given and the suggestions about precaution and decrease it is taken.
Introduction
Radon is a radioactive gas which is widely exist in the world. According to the report from UNSCEAR Committee in 1993 , it can be evaluated that the quantity of radon gas and its ramification are absorbed by the local people is 1.2mSv per person per year. It is about half contents of all natural radiation levels [1] . Excessive inhalation can cause severe diseases of human's hematologic and respiratory systems [2, 3] . There are three kinds of natural radio systems in nature, series of Uranium (starting from 238U), Actinium (starting from 235U), Thorium (starting from 232Th). Radon (222Rn) and its isotope 219Rn and 220Rn are the sole elements with radioactive gas in these three natural systems, respectively. 235U is always symbiotic with 238U, and 232Th is also symbiotic with 238U under certain conditions. In the crust, 238U is common, which means radon is everywhere with different level of concentration. Research have shown that people stay or work indoor for a long time which is much higher than that outdoor. Indoor and outdoor retention time ratio of the world population weighted average is 4.0 [4] .Most of the radiation dose which is caused by radon and its ramification come from interior [5] . And indoor time of students is even higher than the average time of other social groups. Therefore, it is very important to young people's health by paying attention to the radioactivity level of indoor radon in the campus. Radon of indoor air is generally referred to 222Rn. Because 238U is occupied 99.28% of natural uranium, and 235U is accounted for only 0.714%. Therefore, 219Rn is less, and the source of 220Rn is from the surface (~1mm) materials in room (its level is less than or equal to 1.25% of 222Rn) [6] . Radon of indoor air is mainly from the following aspects [ 7] : building foundation and surrounding soil, building materials, household fuel, domestic water and radon of outdoor air. And it's also relative to the floor, housing structure, decoration, decoration materials, living time and other factors. On average level in the world, about 60.4% of indoor radon comes from building foundation and surrounding soil, 19.5% and 17.8% [8] of the rest is from building materials and outdoor air, respectively. 
Protection Standard and Limit Value of Indoor Radon
Around the world,there are different limit value for radon concentration in campus, shown as Table 1 . We can find that, most of countries demand that the limit value of radon concentration in classroom is equal to that of general residential building. However, IAEA, ICRP and the rest few countries are considered of working hours. It can be seen that: Holland has the most stringent requirements in radon concentration in classroom, the lilit value is 20 Bqm-3whatever in school or residential building. While the limit value in ICRP is up to 1500 Bqm-3. On the one hand, there is a big difference in the level of radiation in various countries, on the other hand, the limits of the standard can be demanded strictly.
China has norm in controlling of civil construction's indoor pollution(50325-2001 GB), which has been published in November 26th 2001, and implemented in January 1st, 2002. This specification divided civil building into two categories according to the requirements of controlling indoor pollution: class I civil building include residence, kindergartens, buildings for senior citizens, hospitals, schools, etc.; class II include of office buildings, stores, hotels, entertainments, libraries, bookstores, gymnasium, exhibition halls, waiting rooms for public transport, restaurants, barber shops and so on. The limit values of indoor radon concentration for these two classes are 200 Bq/m3 and 400 Bq/m3, respectively. In the school, the limitation of the radon concentration should be 200 Bq/m3. The methods of detecting radon in air sets the rules of detecting radon and its derivative which includes six methods of measurements [10] . They are: Track-etch Method, Active Carbon Measuring Method, Double-filter Method, Electrometer Method, Scintillation Chamber Method and Balloon Method.
In this essay, the Double-filter Method is being used. Double-filter Method [7] originates from America, and became popular in the early 1970s.This method is a rapid detection technology, which can measure the concentration of radon and get the result quickly. Also, the method contains the capability of collect the sampling automatically. Fig. 1 shows the structural model of collecting of radon sampling by using Double-filter Method. Double-filter Method includes two phases in practice: sample phase and testing phase. During the sample phase, the inlet membrane filters the radon derivative that already exists in air, and let the pure radon flows through the tube. After flowing into the tube, the pure radon generates its derivative, and the derivative will be collected as it flows to the outlet end. During the testing phase, the outlet membrane is taken out and the radiation activation of Alpha particle will be measured. According to the relation between the growth of derivative and the concentration of radon, and the radiation activation of Alpha particle from the outlet membrane, the concentration of radon can be measured.
The main advantage of double-filter method is that the lower limit of determinand concentration can be really low, also with the high sensitivity and the short testing time. The disadvantage is that the strict requirement for clean outlet membrane.
FT648, the improved device type to measure radon, is being used in this experiment. The device is porTable and can be used in the environment. The main usage of the device is to measure radon that contains in the gas sample. Meanwhile, it can measure both existed and potential concentrations of radon. Also, it can track the real-time concentration of the daughter nuclides of radon and Th. The FT648 is being used in the experiment due to the following reasons. In the experiment, 222Rn is considered as the main resource because the factor is being considered that the flow rate is slower inside the building due to the lower 220Rn relief amount from the classrooms 'internal surfaces, which is less than 1.25% compared to 222Rn. Hence, the concentration of 220Rn can be ignored in the measuring. Radon concentration can be calculated according to Thomas formula, which is converted in following Eq.1:
K is Thomas coefficient. In this work, K=0.898. Extraction gas time in this measurement is 15 minutes.X is the Net count without bankground.
Measurement and Results of Indoor Radon Concentration in a Campus in Shenbei District.
The measurement is conducted in the student dormitory, classroom, laboratory and studio. Results are shown in Table 2 to Table 5 . As can be seen from the Table 1 , when temperature and humidity of dormitories are basically in the same situation, concentrations of radon are different because of different ventilation. The concentration level is higher in unventilated condition, and the average value is 146.7 Bq/m3. However, after ventilation, the concentration is generally decreased, the average value is 44.9 Bq/m3. It can be seen that ventilation can effectively reduce the level of radon concentration. From Table 3 , if neglected difference between temperature and humidity, the radon concentration of labs were generally higher without ventilation, and the average value is 290.1 Bq/m3. Under the condition of ventilation, its concentration level is as high as 205.5 Bq/ m3. According to the most conservative estimate (students are in the laboratory everyday, radiation levels are same in four seasons), the radiation level of the laboratory will exceed the national dose limit which is 200 Bq/m3. Table 4 shows that temperature and humidity of classrooms are basically in the same situation, indoor radon concentration levels are low whether or not ventilate. Without ventilation, the concentration is only 87.64 Bq/m3, and concentration levels is 56.21 Bq/m3 under the condition of ventilation. Table 5 is the measurement data of radon concentration in studios in the school. The Table shows that data of the first two studios are greatly different with the third one without ventilation.The measurement values of first two studios are 778.57Bq/m3and 840.52Bq/m3 which reach at high dose level. The measurement data of the third studio is over 200 Bq/m3 before ventilation, but it is reduced to 138.29 Bq/m3 after ventilation. Thus, ventilation plays an important role in indoor radon concentration.
Summary and Discussion
After measuring and calculating to the radon concentration in these four places, some results can be deserved:(1)The average level of radon concentration in the students' dormitories and classrooms are below 200 Bq/m 3 , while the radon concentration in the laboratories and the recording rooms are generally higher. (2) Good ventilation conditions can significantly reduce the indoor radon concentration. (3) According to the most conservative estimate (students are in the laboratory everyday and radiation levels are same in four seasons), the radiation level of the laboratory will exceed the national dose limit which is 200 Bq/m 3 even under ventilation. It is need to be monitored for a long-term and improved the experimental environment as far as possible. Moreover, some measures should be taken, such as sealing up ground and water pipe or painting walls by using anti-radon coating. (4) In studios, many devices and closing windows cause less ventilation. However, students and teachers stay at the room in a short time, so the indoor radon concentration can be reduced by strengthening ventilation. On the other hand, it should be considered whether the dose is excessive in some people who stay at the room for a long time such as students of music department. Reducing the time indoor (time is in direct proportion to the dosage) or radon concentration can deal with the problem.
